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Abstract 

While developing a liquid argon detector for dark matter searches we investigate the influence of air contamination 
on the VUV scintillation yield in gaseous argon at atmospheric pressure. We determine with a radioactive a- 
source the photon yield for various partial air pressures and different reflectors and wavelength shifters. We find 
for the fast scintillation component a time constant t\ = 11.3 ± 2.8 ns, independent of gas purity. However, the 
decay time of the slow component depends on gas purity and is a good indicator for the total VUV light yield. 
This dependence is attributed to impurities destroying the long-lived argon excimer states. The population ratio 
between the slowly and the fast decaying excimer states is determined for a-particles to be 5.5 ± 0.6 in argon gas 
at 1100 mbar and room temperature. The measured mean life of the slow component is T2 = 3.140 ± 0.067 /is at 
a partial air pressure of 2 x 10~ 6 mbar. 
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1. Introduction 

Noble liquids such as argon (or xenon) can act 
as targets for WIMPs (Weak Interacting Massive 
Particles), the most popular candidates for dark 
matter in the universe. These elements have high 
scintillation yields and are also suitable for charge 
detection because of their relatively low ionization 
potentials. Both ionization and scintillation light 
can be detected [1,2]. Argon ( 40 Ar) is cheap com- 
pared to xenon and is therefore competitive for 
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large volumes, in spite of its contamination by the 
39 Ar /3-emitter. Here we present measurements on 
gaseous argon done while developing the scintilla- 
tion light read out of a 1 ton liquid argon TPC to 
search for dark matter (ArDM, [1]). 

The light yield and the mechanism for the lu- 
minescence of noble gases and liquids are compa- 
rable to that of alkali halide crystals [3, 4] and are 
described in the literature for dense gases [5, 6] 
and liquids [7-10]. Fundamental to the scintilla- 
tion process is the formation of excited dimers (ex- 
cimers) which decay radiatively to the unbound 
ground state of two argon atoms. Figure 1 shows 
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schematically the two mechanisms leading to light 
emission in argon, excitation and ionization. Exci- 
tation leads through collisions with neighbouring 
atoms to neutral excimers Ar£ which decay radia- 
tively into two argon atoms. Ionization leads to the 
formation of charged excimers which are neutral- 
ized by thermalized electrons (recombination lu- 
minescence) . Both processes are strongly pressure 
and density dependent. For gaseous argon at room 
temperature and normal pressure, at which we op- 
erate here, excitation dominates [11, 12], while re- 
combination luminescence becomes important at 
high pressures or in liquid. 
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Fig. 1. The two mechanisms leading to the emission of 128 
nm photons (adapted from ref. [6]). 

The argon excimers are created in three nearly 
degenerate spin states, two singlets ( 1 S~ and 
and a triplet ( 3 S+). The 1 E~ state cannot decay 
radiative ly by parity conservation, and the 3 S+ 
is expected to have a much longer lifetime than 
the 1 E+ since it has to decay into two spin-0 ar- 
gon atoms. The 3 S+ and 3 E+ states decay radia- 
tively by emitting VUV photons in a sa 10 nm band 
around 128 nm. These photons are not absorbed by 
atomic argon and can therefore be detected. Light 
at higher wavelengths (mostly in the near IR) is 
also produced from transitions between highly ex- 
cited argon atomic states. 

The production times of the triplet and singlet 
states and their production ratio vary with argon 
density and also depend on the type of projec- 
tile, e.g. electron, a-particle or fission fragment [9]. 
However, the decay times are not affected. 

The time constants of the singlet and triplet 
states have been measured in dense gases with 160 
keV electrons [5] . The production time of the sin- 



glet excimer is around 40 ns at 3 atm, decreasing 
with increasing gas pressure, and the mean life is 
about 4 ns. The mean life of the triplet excimer 
state is substantially larger, 3.2 ± 0.3 /zs. 

In liquid argon the mean lives scatter in the 
range between 4 and 7 ns for the singlet state, and 
between 1.0 and 1.7 /is for the triplet state. The 
triplet to singlet production ratios are 0.3, 1.3 and 
3 for electrons, a-particles and fission fragments, 
respectively (for a compilation see ref. [9]). The 
large difference in time constants between singlet 
and triplet states is unique for argon among noble 
gases and can be used to suppress background in 
WIMP searches. 

In this paper we present evidence for the (non- 
radiative) destruction of triplet states in gaseous 
argon by traces of air [13, 14]. The population of 
the triplet states decreases exponentially with a 
shorter decay time than measured with clean argon 
gas. The reduced light yield is presumably due to 
collisional destruction of the long-lived triplet state 
by impurities such as water molecules. A similar 
effect is observed in liquid argon [15]. 



2. Experimental setup 
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Fig. 2. 61 vessel for gaseous and liquid argon measurements. 
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The apparatus consists of a 6 £ cylindrical vessel, 
150 mm in inner diameter (with no internal elec- 
trical field) , equipped with a variety of service con- 
nections, e.g. to a quadrupole mass spectrometer 
(fig. 2). Pumping is achieved with a dry primary 
pump and a 60£/s turbo pump. Without baking 
a typical vacuum of 1CP 5 mbar is reached within 
24 h. The residual gas is mainly composed of water 
vapour. The surrounding dewar is used for mea- 
surements with liquid argon. The present measure- 
ments are performed with a Hamamatsu R580 pho- 
tomultiplier (PMT) , 38 mm diameter with bialkali 
photocathode. A reflecting collar (MgF2 coated 
aluminium) concentrates the light on the photo- 
cathode. A 40 Bq 210 Pb source (half life 210 yrs), 
emitting 5.3 Me V a-particles and up to 1.2 Me V 
electrons ( 210 Pb 210 Bi 210 Po 208 Pb), is 
mounted in the center of the vessel, about 6 cm 
below the photomultiplicr. The range of the a- 
particles is roughly 4.5 cm in argon gas at NTP 
(density 1.78 g/1). Hence a-particles are fully ab- 
sorbed while electrons from the source are not fully 
contained. The average number of 128 nm photons 
in pure argon gas is estimated to be 78'000, assum- 
ing an energy expenditure of about 68 eV/photon 
[16]. 




Fig. 3. Trapping of the shifted blue light in a plexiglas 
cylinder. 

Argon gas is taken from 50 1 cylinders of class 
Ar60 (impurities < 1.3 ppm). An oxisorb (CuO) 
filter and a hydrosorb cartridge (molecular sieve) 
are used during filling. The VUV scintillation 
light is converted into blue light with tetraphenyl- 
butadiene (TPB) as a wavelength shifter (WLS), 
sprayed on Tetratex or 3M (ESR vikuiti) foils. The 
emission spectrum of TPB reaches its maximum 
value at 422 nm [17] and matches the response of 



bialkali photocathodes (300 - 600 nm). The typi- 
cal time constant of TPB is 2 ns [18]. The WLS 
material is dissolved in chloroform and sprayed 
(or evaporated) on reflecting foils covering the in- 
ternal wall of the vessel. To improve on the overall 
light collection yield the glass window of the pho- 
totubes can also be coated with WLS. The coating 
is performed with TPB imbedded in a clear poly- 
mer matrix such as polystyrene or paraloid. Figure 
3 demonstrates trapping of the shifted blue light 
in a plexiglas cylinder, one end of which has been 
covered with TPB/polystyrene. 

The R580 PMT is operated at -P350 V bias 
voltage yielding a gain of roughly 10 6 . Its signal is 
amplified by a factor of 10 in a fast NIM amplifier 
and fed to the 8 bit FADC of a LeCroy WP7100 
digital oscilloscope terminated with 50f2. The sig- 
nal is sampled at a rate of 1 GHz and, for each 
event, 20 '000 samples covering 20 /xs are recorded 
and stored in compressed MatLab file format to 
hard disk, in packages of about 1000 events. 
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Fig. 4. Sampling of an a-event in gaseous argon. The ellipse 
shows the region dominated by single photon pulses. 



3. Measurement of the decay spectrum 

The measurements presented in this paper were 
collected at an argon pressure of 1100 mbar and at 
room temperature, except for the data at the par- 
tial air pressure of 2 x 10~ 6 mbar, which were taken 
slightly below the water freezing point (~-20°C). 
The latter constitute our cleanest argon sample. A 
typical event generated by the a-source at 2x 10~ 6 
mbar is shown in fig. 4. The large prompt pulse is 
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mainly due to the fast scintillation component, the 
slowly decaying amplitude to the slow component , 
and the pulse at large sampling times (ellipse) to 
late arriving single photons. The event trigger in 
the oscilloscope is set on the analogue signal height 
in the range of —20 to — 2'000 mV, depending on 
the data set to be taken. The typical height of a 
single photoclcctron pulse after the 10 x amplifica- 
tion amounts to roughly —35 mV. 



50 



a 40 

IT) 

K 

30 

"S 

CD 

10 









































i 
























L 




nn n l\ . 


Jl„tl ,„„ r 





200 400 600 800 1000 
Number of photoelectrons 

Fig. 5. Pulse height distribution of 321 a-decays at a partial 
air pressure of 2 X 10~ G mbar. 

Before integration the pedestal is determined 
event-wise by averaging over the first couple of 
thousand data points before the trigger. The total 
number of photoelectrons is then calculated by di- 
viding the integrated signal (charge) by the aver- 
age single photon charge, which we find from the 
integrated distribution of dark counts. Single pho- 
ton events from the signal tails (ellipse in fig. 4) 
were used to for a cross-check only since they are 
affected by pile-up. Figure 5 shows a typical inte- 
grated pulse height distribution for a sample of 528 
events at a partial air pressure of 2 x 10~ 6 mbar. 
The peak (321 events) is due to a-particles, the 
counts below the peak to electrons. An integrated 
charge of 1 nVs over 50f2 corresponds to 6.8 ± 0.2 
photoelectrons (p.e.). 

We now discuss the light yield as a function of 
gas purity which depends on the vacuum pressure 
in the vessel before letting argon in. Measurements 
were started by evacuating the vessel down to pres- 
sures around 10 -3 mbar. Air was then introduced 
up to atmospheric pressure and pumped out until 
the desired pressure was achieved. Gaseous argon 
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Fig. 6. Light yield of ct-particles in argon gas vs. partial air 
pressure at room temperature. The data at 2 X 10~ e mbar 
were taken below the water freezing point (<~~>-2(P C). 

was then introduced until a pressure of 1 '100 mbar 
was reached. Figure 6 shows the number of photo- 
electrons as a function of partial air pressure. The 
number of photoelectrons clearly depends on the 
purity of the argon and still rises below 10 -5 mbar. 
The minimum pressure that could be achieved in 
the vessel was around ~10 -6 mbar by cooling with 
cold nitrogen. 

Next, we add the sampled pulse distributions 
from many a-decays with total charge within ±3er 
from the peak value (see fig. 5), and determine 
the average charge and its error for each 1 ns bin. 
Figure 7a shows a semilogarithmic representation 
of the average amplitude vs. time for the 321 a- 
events above, taken at 2 x 10~ 6 mbar. The dark 
(black) area represents the data points, the grey 
(green) area the r.m.s errors. Figure 7b shows a 
zoom on the first 400 ns 

The red line shows the fit to the data with two 
exponentials to model the singlet (fast) and triplet 
(slow) excimer decays, convoluted with a gaussian 
G to describe the experimental resolution. A step 
function H and a free parameter are used to fit the 
event time io ■ Hence the model function has 6 free 
parameters and is given by 



f = G(t-t Q ,a) 
®H(t-t ) 
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where H{t — to) = 1 for t > to and for t < to- 
The parameters T\ and r 2 are the time constants 
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Fig. 7. a) Average signal from a-decays in clean argon gas; 
b) zoom into the first 400 ns (see text). 

of the singlet and triplet states. The parameters A 
and B are proportional to the total number of pho- 
toelectrons detected from the singlet, respectively 
triplet states. In the absence of non-radiative de- 
excitation processes, they describe the populations 
of the two excimer states. 

Decays from both states are clearly visible in fig. 
7. The fit is in good agreement with data, except in 
the intermediate region (t— to ^150 ns). The slight 
excess of data in this region (possibly due to an 
additional production process) does not affect our 
results on the singlet and triplet time constants. 
We have fitted a third exponential (r 3 ~100 ns) 
and also performed fits without the 3.94 - 4.20 /is 
region. We use these fits to assess the (dominating) 
systematical errors. For the data shown in fig. 7 we 
find n = 14.7 ± 2.5 ns, r 2 = 3'140 ± 67 ns and 
a ratio R = B/A = 5.5 ± 0.6. The fitted r.m.s. 
resolution a of 5.6 ns is consistent with the time 
constant of the PMT (4.5 ns), including the transit 
time of a-particles (^4ns). 

Our result for t 2 is in good agreement with a 
previous measurement in dense gases, 3.2 ± 0.3 
[is [5], but is more precise. Our value for t\ includes 



production and decay times of the singlet state. We 
have therefore performed a further fit, replacing in 
eqn. (1) the square bracket by 
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where rf is the production time for the singlet 
state, while r-f is its mean life. We find that A, B 
and T2 do not change significantly and that r-f <C 
rf . Fixing rf to 4 ns [5] leads to a production time 
rf ~ 14 ns ~ t\. Hence the time constant of the 
singlet state is determined by its production mech- 
anism. Our value for rf with a-particles is smaller 
than with electrons (~40 ns at 3 atm [5]). 

Tabic 1 

Time constant ti and mean life T2 for various residual air 
pressures at room temperature. A and B are proportional 
to the total number of photoelectrons from each component. 
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The time distributions for various partial air 
pressures and the corresponding fits using eqn. (1) 
are shown in fig. 8. The time constants ti, t 2 and 
the amplitudes A and B are given in Table 1. The 
time constant of the fast component and its photo- 
electron yield remain constant within errors. From 
Table 1 the average value for t\ is 11.3 ± 2.8 ns. In 
contrast, the mean life t 2 of the slow component 
and its photoclcctron yield clearly increase with 
gas purity. 

For each measurement, two batches of data were 
taken consecutively, the second about 10 - 15 min 
later than the first. The number of photoelectrons 
decreased slightly between the first and the second 
batches. However, with cooling, the second batch 
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Fig. 8. Average signal from ct-decays for various residual 
air pressures: 10~ 2 mbar (a), 10~ 3 mbar (b), 2.3 X 10~ 4 
mbar (c) and 10~ 5 mbar (d). 



contained slightly more photoelectrons. This sug- 
gests in the first case outgassing of water molecules 
and, in the second case, freezing water on the walls 
of the vessel. Hence the partial pressure of water 
might be responsible for the non-radiative destruc- 
tion of the triplet states. 



4. Triplet to singlet production ratio 

Since t\ and A do not depend on gas purity, we 
can determine the ratio of triplet to singlet po- 
pulations by measuring the light yield as a function 
of r 2 and extrapolating to pure argon gas. Indeed, 
the light yields being proportional to A and B, the 
population B\ of the triplet state is given by B = 
BiT~ f T2, where T 7 is the radiative width, while the 
population of the singlet state is proportional to A. 
The ratio of triplet to singlet populations is then 
equal to the ratio R = B/A for T 7 = 1/t 2 , i.e. for 
pure argon gas. Figure 9 shows the total number of 
photoelectrons as a function of r 2 for the various 
gas purities given in Table 1. Extrapolating r 2 to 
if 2 = 3.2 fLS [5] we find R=5.5± 0.6 for 5.3 MeV 
a-particles in clean argon gas at 1100 mbar and 
room temperature. 

We have also performed measurements of the 
light yield for a series of WLS configurations. These 
data provide a cross-check for the measurements 
presented above. The PMT photocathode was 
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Fig. 9. Total number of photoelectrons as a function of 
T2- The upper dashed line gives the fitted total light yield 
(A + B) from both components, the bottom dashed line the 
singlet contribution (A). The labels a - d refer to the data 
shown in fig. 8. 



either coated with TBP/polystyrene or sprayed 
with TPB, and the reflecting foil (3M or Tetratex) 
sprayed with TPB of various thicknesses. Figure 
10 shows the various measurements. As in fig. 9 we 
extrapolate the data points to the expected decay 
time of t™ = 3.2 /js for the second component in 
pure argon. However, we now require the straight 
lines to intersect the r 2 -axis at the common fitted 
point r 2 ° = -485±^ ns, where A + B = 0. The 
simple proportionality R = B\/A = t^/t^ leads 
to the population ratio R — 6.6^ 15 . This num- 
ber agrees with our determination above, but is 
much less precise due to the large lever arms in 
the extrapolation to r 2 . 

Summarizing, we have measured the light yield 
in gaseous argon for various residual air pressures. 
For the slow component of the luminescence at 128 
nm we observe a strong dependence on residual 
air pressure. This effect is attributed to contami- 
nating water vapour. The longest mean life is 
obtained from purest argon (3' 140 ± 67 ns). The 
population ratio between the slow (spin-triplet) 
and the fast (spin-singlet) excimer states is mea- 
sured for a-particles to be R = 5.5 ± 0.6 in pure 
argon gas at 1100 mbar and room temperature. 
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Fig. 10. Light yield of a-particles in argon gas for dif- 
ferent WLS coating and application techniques: a) coated 
PMT and sprayed SM-foil; b) sprayed PMT and 3M-foil; 
c) sprayed SM-foil ; d) sprayed PMT (^0.4 mg/cm 2 ) and 
Tetratex; e) sprayed PMT (<0.1 mg/cm 2 ) and Tetratex; 
f) sprayed PMT and MgFi coated mirror foil. 
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